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//CORRIGENDUM //

Tender No. CPC/EQP-CARDIOLOGY /13-14/04 (Equipment for Cardiology &

Cardio Thoracic & Vascular )

Office of the Chairman Purchase Committee & Dean, M.G.M. Medical College
Indore had invited online No. CPC/EQP-CARDIOLOGY /13-14/04 (Equipment
for Cardiology & Cardio Thoracic & Vascular )

As per the provision of pre- bid meeting, in the said tender document, separate

corrigendum are being issued subsequent to the holding of scheduled pre- bid meeting .

Respective corrigendum are being appended to the respective tender documents. It

will essentially be the part of the tender document.

Details regarding corrigendum are uploaded on http:dme.mpeprocurement.gov.in

& website of medical college Indore (http://www.mgmmcindore.org)

All concerned may view information pertaining to the tender together with

corrigendum in the aforementioned websites.

Chairman Purchase €ommittee & Dean
MGM Medical College Indore (MP)
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND

VASCULAR SURGERY (CTVS)

Sr. | Item Code Existing specification Modification
No.
1t CCcT1 Page No.73, Line -1 Page No.73, Line -1
Single Plane Should be read as
Cardiovascular Cath | “Latest state of art single plane floor/ceiling mounted
Lab with DSA cardiovascular angiography system with Flat detector | “Latest state of art single plane floor/ceiling mounted
technology digital imaging system for diagnostic and | cardiovascular angiography system which is US FDA approved,
interventional cardiovascular procedures and online | with Flat detector technology digital imaging system for
Digital Subtraction Angiography (DSA)”. diagnostic and interventional cardiovascular procedures and
online Digital Subtraction Angiography (DSA)".
Page No. 75 clause J point no. 5 Page No. 75 clause J point no. 5
Should be read as
Protective Lead Apron of high quality with hangers: 10 Protective lead apron of high quality with hangers along with 10
lead Thyroid collars.
2. CCT6 Page No.83, clause No. 15 (e) Page No.83, clause No. 15 (e)
Defibrillator

Reusable CRP feedback sensor/or similar product reused
at least on 90 patients - 2 nos

Clause No. 15(e) deleted.
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND

VASCULAR SURGERY (CTVS

Sr. | Item Code Existing specification Modification

No.

3: CCT4 Page No.79, Last clause Page No.79, Last clause
Computerised TMT Should be read as

Treadmill should have auto caliberation, should have
two stops modes with digital microprocessor control and
manually operable. The treadmill should comply to
AHA/CE guidelines for exercise testing equipment.

Page No.79, Line no. 23

System should have optional facility for T wave
alternates, SAECG.

Page No.80, Line no. 29

Additional software
- Microvolt T ware alternans
- Heart rate turbulence
- Pand QRS signal averaging

“Treadmill should have auto caliberation, should have two
stops modes with digital microprocessor control and manually
operable .The treadmill should have facility for manual
stoppage at any time during the test. The treadmill should
comply to AHA/CE guidelines for exercise testing equipment.

Page No.79, Line no. 23 is deleted.

Page No.80, Line no. 29 and sub points deleted.
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND

VASCULAR SURGERY (CTVS)

CCT16
Multi Channel
Cardiac Monitor

Page No.94, linel

“Standard specifications with ECG, 4 IBP, NIBP, SPO2,
ETCO2, Temp, Cardiac Output”

Page No.94, line 1

“Standard Specification of CCT16 should be read :-

same as of specifications of CCT5 except that module should
support 4 invasive pressure measurements(2+2module)”.

CCT21
Blood Gas Analyzer

Page No.95

Blood Gas Analyzer (Cartridge / card type)

Page No.95

Word “(cartridge /card type)” deleted.

CCT21
Blood Gas Analyzer

Page No.95 point 9

“System should not be a cartridge based system i.e.
electrodes should not be in the cartridge system”.

Page No.95 point 9
Should be read as

“System should have maintenance free electrode or low
maintenance”.

CCT23

Ventilator Paediatric
/ Neonate with
addition of nitrous
circuit

Page No.96 last line

Paediatric and neonatal ventilator has nitrous gas circuit
additionally.

Page No.96 last line
Should be read as

“Paediatric and neonatal ventilator should be compatible with
NO gas(nitrous oxide) gas delivery system”.
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND
VASCULAR SURGERY (CTVS)

Sr. | Existing specification / conditions Modification
No.
1 GCC Clause 13.10 page No. 37 GCC Clause 13.10 page No. 37 deleted.

SPARE PARTS: The separate price list of all spares and
accessories (including minor) required for maintenance and
repairs in future after guarantee / warrantee period must be
attached / enclosed along with the sealed quotation without
this bid will not be considered. If any spares & accessories
other than the price list attached/enclosed by the firm are
required for future repair it will be borne by the firm only.
The tenderers are required to furnish the list of spares along
with their cost in the Financial Bid failing which their bids are
liable to be rejected. The spare parts should be of standard
quality. The bidder must take guarantee of availability of
supply of spare parts upto 5 years beyond the warranty 7/
guarantee period and must submit affidavit as per GCC clause
4.13.

’

2 Guarantee & Warrantee / | Guarantee & Warrantee / Guarantee/Warrantee/AMC/CMC clause in
Guarantee/Warrantee/AMC/CMC clause in item code | item code CCT1, CCT2, CCT3, CCT5, CCT14, CCT21, CCT23, CCT39 and
CCT1, CCT2, CCT3, CCT5, CCT14, CCT21, CCT23, CCT39 | CCT40 2/3/5/7 years is deleted.

and CCT40 is given 2/3/5/7 years. For guarantee/warrantee and AMC/CMC is applicable as per tender
document GCC clause 13.1 and 13.9 for all the items demanded in the
tender.
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND
VASCULAR SURGERY (CTVS)

Downtime penalty Clause:

During the Guarantee / Warranty period, desired uptime
of 95% of 365 days (24 hours), if downtime exceeds 5%,
penalty in the form of extended warranty, double the
number of days for which the equipment goes out of
service will be applied. The vendor must undertake to
supply all spares for optimal upkeep of the equipments
for at least 10 years after handing over the unit to the
Institute. If accessories /other attachment of the system
are procured from the third party, then the vendor must
produce cost of accessory/other attachment and the AMC
/ CMC from the third party separately along with the
main offer and the third party will have to sign the AMC
/ CMC with the Purchaser if required. In no case
instrument should remain in non — working condition for
more than 5 days, beyond which a penalty of 2 % of
machine cost will be charged per day. The Principals or
their agents are required to submit a certificate that they
have satisfactory service arrangements and fully trained
staff available to support the uptime guarantee.

Sr. | Existing specification / conditions Modification ’.
No.
3. | Pageno.36-37 GCC13.8 Page no. 36-37 GCC 13.8 is amended as follows :-

Downtime penalty Clause:

During the Guarantee / Warranty period, desired uptime of 95% of 365
days (24 hours), if downtime exceeds 5%, penalty in the form of extended
warranty, double the number of days for which the equipment goes out of
service will be applied. The vendor must undertake to supply all spares
for optimal upkeep of the equipments for at least 10 years after handing
over the unit to the Institute. If accessories /other attachment of the system
are procured from the third party, then the vendor must produce cost of
accessory/other attachment and the AMC / CMC from the third party
separately along with the main offer and the third party will have to sign
the AMC / CMC with the Purchaser if required. In no case instrument
should remain in non — working condition for more than 5 days, beyond
which a penalty of 0.2 % (zero point two percent) of machine cost will
be charged per day. The Principals or their agents are required to submit a
certificate that they have satisfactory service arrangements and fully
trained staff available to support the uptime guarantee.
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Sr. | Existing specification / conditions Modification
No.
4. | Page no. 40 GCC clause 21.1 Page no. 40 GCC clause 21.1 is amended as follows :-
| AND AND
| Page no. 51 5CC clause 10.1 Page no. 51 SCC clause 10.1 is amended as follows :-
a. First extension 31 day thereof from the date of issue of | a. First extension 31 day for indigenous equipment and 121* day for
supply order — 3% of supplied ordered item. imported equipment thereof from the date of issue of supply order - 3% of
b. Second & maximum after 45 days from the date of issue of | supplied ordered item.
supply order — 5% of supplied ordered item. b. Second & maximum after 45 days for indigenous equipment and 135 days
¢. The order will be deemed cancelled after expiry of 60 days | for imported equipment from the date of issue of supply ~ order — 5% of
from the issue date. supplied ordered item.
c. The order will be deemed cancelled after expiry of 60 days for indigenous
equipment and 150 days for imported equipment from the issue date.
5. | Page no. 37 GCC clause 13.12 Page no. 37 GCC clause 13.12 is amended as follows :-
The tenderers should clearly indicate the name of | The tenderers should clearly indicate the name of manufacturer, country
manufacturer / Beneficiary of the Letter of Credit, | of origin, place of shipment/air freightment etc.
| country of origin, place of shipment/air freightment etc.
6. | Page no. 37 GCC clause 13.13 Page no. 37 GCC clause 13.13 deleted.
Letter of Credit upto 75 % of order value shall be
opened after receiving a bank guarantee for the entire
100% of order value. The bank guarantee must cover
the entire period up to the stage of handing over on
turnkey basis.
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Tender no-CPC/EQP-Cardiology/13-14/04 SUPPLY OF EQUIPMENTS FOR CARDIOLOGY & CARDIO THORACIC AND

VASCULAR SURGERY (CTVS

Modification

Existing specification / conditions

Page no. 32 GCC clause 4.6 Page no. 32 GCC clause 4.6 is amended as follows :-

Software and Hardware Update — Free Digital Update of software (all
update) upto 5 years.

Software and Hardware Upgradation — Free Digital Up-
gradation of software (all update & upgrades) upto 5
years.

Page No. 35 GCC clause 10.1

Page No. 35 GCC clause 10.1is amended as follows :-

The supply should be completed within 30 days from the | The supply should be completed within 30 days for indigenous
date of supply order unless otherwise specified in the | equipment and 120 days for imported equipment from the date of
supply order. Purchaser will place order by fax &/or e- | supply order unless otherwise specified in the supply order. Purchaser
will place order by fax &/or e-mail &/or speed post.

mail &/or speed post.





